A technique for very high accuracy image intensifier calibration.
Accurate characterisation of the image distortion within a fluoroscopic image intensifier is critical if it forms the vision component of an image guided surgical system. By considering non-linear dynamic distortion it is possible to greatly increase the accuracy of the image intensifier, although at the cost of some image quality.